Pitfalls of programming sensing polarities using the coronary sinus lead in biventricular pacemakers.
Knowledge of the available sensing polarities in biventricular pacemakers is necessary for appropriate troubleshooting and avoiding possible pitfalls of cardiac resynchronization therapy programming, as illustrated through this case presentation.